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Abstract
Background
The lack of headforms that accurately reflect the head characteristics of Koreans and the demographic composition of the Korean population can lead to inadequate FFR testing and reduced effectiveness of FFRs.

Method
Direct measurements of 5,110 individuals and 3D measurements of 2,044 individuals, aged between 9 and 69 years, were sampled from the data pool of Size Korea surveys based on the age and gender ratios of the Korean resident demographics. Seven head dimensions were selected based on the ISO 16976-2, availability of Size Korea measurements, and their relevance to the fit performance of FFRs. A principal component analysis (PCA) was performed using the direct measurements to extract the main factors explaining the head characteristics and then the main factors were standardized and remapped to 3D measurements, creating five size categories representing Korean head shapes. Lastly, representative 3D headforms were constructed by averaging five head shapes for each size category.

Results
The study identified two main factors explaining Korean head characteristics by the PCA procedure specified in ISO 16976-2 and developed five representative headforms reflecting the anthropometric features of Korean heads: medium, small, large, short & wide, and long & narrow.

Conclusion
This study developed representative headforms tailored to the Korean population for conducting total inward leakage (TIL) tests on filtering facepiece respirators (FFRs). The representative headforms can be used for TIL testing by employing robotic headforms to enhance the performance of FFRs for the Korean target population.
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Abbreviations
FFRfiltering facepiece respirator

KFDAKorean Food and Drug Administration

NIOSHNational Institute for Occupational Safety and Health

PCAprincipal component analysis

PC1first principal component

PC2second principal component

StAHStatic Advanced Headform

TILtotal inward leakage



Recommended articles


Cited by (0)


© 2023 Occupational Safety and Health Research Institute. Published by Elsevier B.V. on behalf of Institute, Occupational Safety and Health Research Institute, Korea Occupational Safety and Health Agency.
Recommended articles
No articles found.

Article Metrics
View article metrics



[image: Elsevier logo with wordmark]
	About ScienceDirect
	Remote access
	Shopping cart
	Advertise
	Contact and support
	Terms and conditions
	Privacy policy


Cookies are used by this site.  Cookie Settings
All content on this site: Copyright © 2024 Elsevier B.V., its licensors, and contributors. All rights are reserved, including those for text and data mining, AI training, and similar technologies. For all open access content, the Creative Commons licensing terms apply.

[image: RELX group home page]

















